Abstract: Hybrid imaging is becoming a popular technology in nuclear medicine. We have evaluated the added value of an integrated SPECT/low-dose multislice CT over conventional planar/SPECT nuclear imaging. Phantom and clinical studies were performed on the Infinia™ Hawkeye™ 4 slice (HWK-4) with an upgraded software package (Xeleris 2.05v) from GE Heatlthcare to assess 1) the benefit of CT for contrast-resolution, attenuation correction, and anatomic localisation; 2) the impact of hybrid imaging in 456 consecutive patients in a clinical setting. SPECT/CT data were compared to conventional planar/SPECT data and correlated to clinical, biochemical, morphological imaging, angiography, and pathology findings. SPECT/CT was well tolerated by the patients with minimal CT irradiation dose (< 2mSv). HWK-4 provided useful attenuation correction for its routine use in MPI and accurate anatomic localisation of physiological and pathological foci in Tc-HMPAO-WBC, 131/123 I-MIBG, Octreoscan ® , and 67 Ga studies. Low-dose multislice CT also helped detect gross morphological abnormalities. Hybrid imaging had a significant impact in ProstaScint ® and parathyroid imaging for image-guided intervention. In bone imaging and differentiated thyroid cancers, SPECT/CT was able to clarify equivocal findings from planar whole-body scan. SPECT/CT was also found useful to precisely localize sentinel lymph nodes. Research protocols are being evaluated for half-time acquisition with resolution recovery and quantification of tracer distribution. SPECT/low-dose multislice CT has been successfully implemented in routine clinical practice. CT provided added value for effective attenuation correction and accurate anatomic localisation of disease with an impact on patient management.
INTRODUCTION
In recent years, hybrid imaging has become a powerful diagnostic tool in nuclear medicine, particularly with current models of positron emission tomography/computed tomography (PET/CT) [1] . Similarly, single photon emission tomography/computed tomography (SPECT/CT) in routine practice is increasingly being accepted as a modality of choice for the assessment of many diseases [2] . The combination of functional and anatomic information in a 'one-stop shop' format has been shown to increase nuclear medicine physicians' confidence for image interpretation, while giving clinicians a more accurate evaluation of disease [3] [4] [5] [6] . Although the PET/CT trend is firmly established, SPECT/CT is still undergoing evaluation [7, 8] . No clear conclusion has been drawn regarding the required CT performance for optimal SPECT/CT. The choice between low-dose and high-dose SPECT/CT remains challenging with the latter providing higher spatial anatomic resolution [9] . As various PET tracers allowing more specific assessment of biological functions are developed, the long-*Address correspondence to this author at the South Street Hospital, Department of Nuclear Medicine, London Health Sciences Centre 375 South Street London, N6A 4G5, London, Ontario, Canada; Tel: 519-685-8500, Ext. 76069; Fax: 519-667-6734; E-mail: tbelhocine@yahoo.ca inserted at the center and at the periphery of the habitus to simulate deep and superficial foci in a clinical SPECT/CT acquisition (i.e. 67 Ga study, 99m Tc-MDP bone scan, 111 In-Octreoscan, and 131 I-MIBG). For cardiac SPECT/ CT, experiments were performed to assess the effectiveness of iterative reconstruction with and without attenuation correction (IRAC vs IRNC) in normal and abnormal conditions. These included a reference acquisition with the cardiac insert in air (no attenuation). Various SPECT/CT acquisitions were also performed in simulated clinical conditions with variation of CT parameters (2.5 mA, 1.0 mA, 140 kV, 120 kV, axial mode, helical mode, soft tissue filter, 256x256 matrix, breast attenuation, liver attenuation, extra-cardiac activity, right truncation, left truncation, misalignment, oral contrast, i.v contrast, transmural and non-transmural defects) using an anthropomorphic phantom with a cardiac insert.
Clinical Studies
From April 2006 to December 2007, 456 consecutive patients underwent SPECT/CT studies for various clinical indications ( Table 1) . These applications included myocardial perfusion imaging (MPI) studies (n=70), bone scans (n=51), sentinel lymph node detection (n=12), 99m Tc-MIBI parathyroid studies (n=42), 131 I scans for differentiated thyroid cancers (n=42), ProstaScint ® studies (n=27), 67 Ga studies (n=40), 123 Tc-HMPAO-labelled white blood cell studies (n=38). In clinical research, a number of patients were evaluated for pre-treatment dosimetry calculations, particularly for benign thyroid diseases such as multinodular goiter (n=3) or Graves' disease (n=1). Patients were also imaged following radioimmunotherapy (RIT) with Bexxar ® (n=4) or chemoembolisation using Lipiocis ® (n=5) to document the distribution of therapeutic radiation dose. Additionally, a half-time resolution recovery (HTRR) package for SPECT/low-dose multislice CT MPI was assessed in 33 cardiology patients. 
Total 456
MPI, myocardial perfusion imaging; DTC, differentiated thyroid cancer; SLN, sentinel lymph node; RBC, red blood cell; WBC, white blood cell; BTD, benign thyroid diseases; HTRR, half-time scan with resolution recovery.
ANALYSIS
In phantom studies, the effect of attenuation correction (AC) in non cardiac applications was assessed on the Volumetrix for Oncology application by means of regions of interest (ROIs) manually defined in centrally and peripherally located radioactive sources ( 131 I, 67 Ga, 111 In, and 99m Tc). The effectiveness of attenuation correction in MPI was evaluated according to the O'Connor methodology [19] . A 20-segment analysis was also performed on the QGS/QPS/Myometrix application from the Xeleris 2.05v for 2.5 mA and 1.0 mA, respectively. For evaluation of counts recovery per segment after AC, an acquisition with the cardiac insert in air (i.e. no attenuation) was used as gold standard. In clinical studies, we evaluated patient tolerability for hybrid acquisitions, CT performance for anatomy and attenuation correction, and SPECT/CT added-value in routine practice and research.
It was possible to correlate some SPECT/CT studies with a pathology gold standard after surgery. These indications included parathyroid imaging and sentinel lymph node detection. In DTC patients, the SPECT/CT scans were compared to planar 131 I-whole body scan ( 131 I-WBS) and related to Thyrogen ® -stimulated Tg levels, and morphological imaging such as neck ultrasound, diagnostic CT, and brain MRI. In prostate cancer patients evaluated by ProstaScint ® , SPECT/CT findings were compared to planar whole-body (PWB) and SPECT data, respectively. Final results were associated with the Gleason score, PSA levels, CT/MRI, and bone scan. All pathology, clinical, biochemical, and imaging data were reviewed by a multidisciplinary prostate cancer team. In patients with neuroendocrine tumors, SPECT/CT studies performed for 131/123 I-MIBG and/or 111 In-Octreotide (Octreoscan ® ) were compared with PWB scans for detection and localisation of additional foci. Similarly, 67 Ga SPECT/CT was compared to planar WBS in patients evaluated for lymphoma or suspicion of inflammation or infection. SPECT/CT results were associated with morphological imaging (CT/MRI) and histopathological findings. We also evaluated the usefulness of bone SPECT/CT in patients with equivocal planar WB scans including 34 patients referred for initial staging or restaging of cancer, and 17 patients with no cancer at the time of the scan referred for lower back pain, neck pain, chest pain, joint pain, and osteomyelitis. Bone SPECT/CT studies were performed with a new application Bone Evolution, a half-time acquisition protocol (16sec/proj) with an iterative reconstruction allowing collimator-detector response compensation for resolution recovery; Bone Evolution SPECT/CT findings were compared to CT/MRI studies. In patients with a suspicion of osteomyelitis or active Crohn's disease, 99m Tc-HMPAO-WBC imaging was performed with SPECT/CT and compared to planar imaging. In patients imaged for a suspicion of liver and/or splenic hemangiomas or splenosis, Tc-red blood cell imaging (RBC) was also performed with a SPECT/low-dose multislice CT. Imaging results were associated with clinical and biological data, morphological imaging, surgical and pathology results.
In cardiology patients, SPECT/CT MPI images were evaluated before and after attenuation correction (IRNC vs IRAC) by using a 5-point scale analysis (definitely abnormal, probably abnormal, equivocal, probably normal, and definitely normal) with knowledge of clinical data. Final results were obtained in consensus and compared to angiography. Bayesian analysis was performed in normal studies.
In clinical research, 13 oncology patients were evaluated using SPECT/CT in addition to conventional planar imaging before or after internal radiation therapy (IRT); in 33 cardiology patients, we evaluated the feasibility of half-time MPI with attenuation correction, scatter correction, and collimator-detector response compensation for resolution recovery (7.5min SPECT + 2.5min CT) versus full-time MPI (15min SPECT + 2.5min CT) in terms of image quality and diagnostic accuracy. In this preliminary evaluation, all half-time SPECT/CT studies were reprocessed by GE application managers using Poisson resampling of the raw data in order to derive a dataset simulating an acquisition with 50% the scan time (for high dose stress) and 60% scan time (for low dose rest) as in the original data.
STATISTICS
In non cardiac phantom studies, maximum counts were calculated on the Xeleris 2.05v (Volumetrix for Oncology) for all manual ROIs before and after attenuation correction (IRNC vs IRAC). In cardiac phantom studies, the apex-tobase uniformity, the maximum slice uniformity, and the global uniformity were calculated for various CT acquisitions [19] . A 20-segment polar maps analysis was also performed on the Xeleris 2.05v (QGS/QPS/Myometrix) for a routine protocol (2.5 mA, 140kVp) and an optimized protocol (1.0 mA, 140 kVp). IRAC and IRNC data were compared using both the paired Student t-test, assuming an underlying normal distribution, and the Wilcoxon signed rank test, allowing for deviations from normality.
In clinical studies, the sensitivity, the specificity, and the diagnostic accuracy were calculated according to the common definitions. Comparisons between planar/SPECT imaging and SPECT/CT diagnostic performances were performed using the Fisher's exact tests.
A p-value < 0.05 was considered as significant. SAS 9.1 software package (Institute Inc, Cary, NC) was used for statistical analyses.
RESULTS

Patient Tolerability
SPECT/CT was well tolerated by patients in routine clinical practice. The SPECT/CT was included in the patients' work-flow with no particular preparation. In 2 claustrophobic patients (<0.1%), the acquisition was stopped before completion. Many patients, especially obese subjects, experienced transient shoulder pain due to the positioning of the arms up. In studies with a relatively short acquisition time (< 30 min), SPECT was usually acquired first (MPI, SLN detection, Bone scan). In studies with acquisitions longer than 30 min (i.e. 67 Ga, ProstaScint ® , 131/123 I-MIBG, Octreoscan ® ), CT was acquired first for the patients' convenience.
Phantom Studies
For non-cardiac SPECT/CT studies, the CT-based AC from HWK-4 increased the maximum counts statistics in peripherally or centrally located radioactive sources by a factor 3.4 for 131 I, 111 In, and 67 Ga to 5.9 for Tc, when IRAC images were compared to IRNC images. These results predict the benefits expected from AC in clinical setting. They also indicate the need for an appropriate re-scaling of tracer uptakes for accurate interpretation, eventually by means of fully-or semi-quantitative scores.
Cardiac phantom studies demonstrated the effectiveness of CT-based AC when applied in cases of breast attenuation and liver attenuation, especially for a clinical routine Fig. (1) . Cardiac phantom studies were performed on the Infinia-Hawkeye 4 (GE Healthcare) to assess the effectiveness of CT-based attenuation correction (AC). The acquisition with no attenuation (cardiac insert in air) was used as gold standard. According to the O'Connor methodology [19] , IRAC allowed a significant improvement of the apex-to-base uniformity (p<0.001) in the left myocardium ventricle compared to IRNC (top). Similarly, a segmental analysis (bottom) showed the significant effect of AC for recovery of loss counts for both 2.5 mA (routine protocol) and 1.0 mA (optimized protocol). Abbreviations: Oral C, oral contrast; IV C, intravenous contrast; GallB; gallbladder hot-spot; L Tr, left truncation; R Tr, right truncation; Sm Br, small breast; Lg Br, large breast. acquisition with a 2.5 mA (Fig. 1, top (Fig. 1, bottom) showed the effect of AC for a significant recovery of loss counts for 2.5 mA (routine protocol) and 1.0 mA (optimized protocol), particularly in the basal inferior segment (segment 4), the mid inferior segment (segment 10), and the apical inferior segment (segment 16).
Polar Maps Segmental Analysis
CT Performance
The use of concomitant low-dose multislice CT with SPECT allowed simultaneous anatomic localisation of radiopharmaceutical and attenuation correction (AC) of the SPECT images. On HWK-4, the CT scan was acquired in helical mode for faster body acquisitions aimed at reducing the scan time (~ 5min) and thus the radiation exposure (< 2 mSv). For brain studies, the CT was acquired in axial mode for improved spatial resolution. As expected, the CT performance was that of a low-grade CT (3 rd generation) with a maximum current of 2.5 mA and a maximum X-ray tube rotation of 2.6 rpm. In our experience, the CT was not enhanced with oral and/or i.v. contrast agents. As a result, the quality of the CT, as a free-standing device, was considered as suboptimal compared to a fully-diagnostic CT due to respiratory motion, bowel gas artifacts, and reduced contrast-resolution. Despite these inherent limitations, the CT images themselves had a diagnostic value in many clinical circumstances by detecting morphological lesions such as osteolytic/blastic lesions, enlarged lymph nodes, subcutaneous nodules, lung abnormallities, pleural effusion, and abdominal masses. Skeletal lesions tended to be better visualized on CT due to minimal motion during acquisition. For brain studies, a gadolinium-enhanced brain MRI (or contrast-enhanced CT) was found necessary for accurate interpretation. Nonetheless, brain SPECT/CT was used for a fusion with brain MRI on a multimodality imaging Hermes system (www.hermesmedical.com).
Myocardial Perfusion Imaging (MPI)
Seventy consecutive patients (27 female, 43 male, mean age = 62.3 years ± 13.5, mean BMI = 29.8 kg/m 2 ± 5.4) underwent a rest-gated stress 99m Tc-MIBI SPECT/CT on HWK-4. In 25 (35.7%) patients, the CT was acquired with 1.0 mA, while the other 45 (64.3%) patients had a 2.5 mA standard acquisition. OSEM-based iterative reconstruction with attenuation correction (IRAC) significantly increased the normalcy rate from probably normal to definitely normal using a simple and reproducible visual interpretation. In 9 (13%) patients, AC with quality control (ACQC) was critical for the appropriate use of IRAC by avoiding misalignmentgenerated artifacts, especially in the anterior wall (Fig. 2) . In a subset of 31 consecutive obese patients (BMI 30 kg/m 2 ), a 3-reader analysis revealed that IRACQC increased the rates of definite scores (definitely abnormal and definitely normal) from 35.5%, 45%, and 55% to 93.5%, 90%, and 58%, for readers R1, R2, and R3, respectively; IRACQC also decreased the rates of unsure scores (probably abnormal, probably normal, and equivocal) from 64.5%, 55%, and 45% to 6.5%, 10%, and 42% for readers R1, R2, and R3, respectively ( Table  2 ). The mean specificity (88.3% vs 71.1%) and the mean diagnostic accuracy (86.6% vs 80.0%) were consistently improved after IRACQC versus IRNC. Interestingly, a 1.0 mA acquisition was found feasible for an effective AC without compromising the diagnostic accuracy for detection of CAD (Graph 1). Fig. (2) illustrates the clinical impact of AC quality control for correction of artifact-generated misalignment.
Differentiated Thyroid Cancers (DTC)
Among the 42 patients (9 male, 33 female, mean age = 50 years ± 15.9) with DTC (29 papillary carcinomas, 2 follicular carcinomas, 8 papillary carcinomas with follicular variant, and 3 Hürtle cell carcinomas), SPECT/CT allowed confident localisation and characterisation of equivocal foci seen on planar whole-body in 36 (85.7%) cases. These 131 I-avid foci included physiological uptake patterns in 22 (52.4%) patients corresponding to the thyroid bed, the thyroglossal tract, the salivary glands, the thymus, the esophagus, the rectum, the 
Fig. (2).
A 44 year-old male with a low pretest likelihood of CAD was referred for atypical chest pains. BMI = 38.09 kg/m 2 . A rest/gatedstress MPI study was performed in a 1-day 99m Tc-MIBI protocol following a Dipyridamole with bicycle stress test. On IRNC images, a relatively homogenous tracer uptake was noted except for the inferior wall, which was suggestive of infra-diaphragmatic attenuation. After IRAC but no ACQC, complete correction for the inferior wall attenuation was seen, while an artifactual defect was generated on the anteroapical wall (left top). On stress images, ACQC revealed a significant shift (left bottom) between the CT and SPECT data (> 1.5 pixels), which led to manual realignment (right bottom). After IRAC and ACQC, complete correction for the inferior wall attenuation was observed without AC-generated artifacts (right top). LVEF was normal (65%) with no TID (1.13). This MPI study was interpreted as a definitely normal study based on IRAC-ACQC vs IRNC data.
uterus, and benign uptake patterns in 14 (33.3%) patients related to dental work, gastro-esophageal reflux disease, diaphragmatic hernia, and mastoiditis. Pathological uptake patterns were also better identified on SPECT/CT than planar WBS including 131 I-avid brain, lung, nodal, or skeletal metastases. In 6 (14.3%) patients, SPECT/CT helped to guide complementary imagingwork-up such as high-resolution neck ultrasound, diagnostic chest CT, and brain MRI ( Table  3) .
Neuroendocrine Tumours (NET)
Seventy patients with various types of neuroendocrine tumors (carcinoids, glucagonoma, medullary thyroid carcinoma, gastrinoma, MEN I syndrome, neuroblastoma, phechromocytoma, adrenal cortical carcinoma, pancreatic carcinoma, Goblet cell carcinoma) underwent 131 I-MIBG (n=13), 123 I-MIBG (n=6), and 111 In-Octreotide (n=51) planar WBS and SPECT/CT scans for pre-treatment staging, restaging, and post-therapy evaluation. In these clinical indications, SPECT/low-dose multislice CT was found particularly useful for accurate anatomic localisation, differentiation between physiological and pathological uptakes, and detection of abdominal foci not seen on planar whole-body scan including nodal, liver, peritoneal, and splenic lesions. The most significant contribution of CT was the detection of unknown lung lesions (small foci or non tracer avid metastases). However, the quality of the CT scan was found suboptimal for accurate characterisation of liver metastases due to respiratory motion artifacts and absence of contrast enhancement. Even if infra-and supradiaphragmatic disease was found on planar WBS, the SPECT/CT scan duration (± 37min/FOV), however, prevented the acquisition of more than one SPECT/CT Abbreviations: NC: non-attenuation corrected images; AC: attenuation corrected images; Definite scores: definitely normal + definitely abnormal; Unsure scores: probably normal + probably abnormal + equivocal Graph 1. SPECT-CT MPI in obese patients -interpretation confidence. AC AC AC AC AC study. Hence, most NET patients had only an abdominal or rarely a chest SPECT/CT in daily routine ( Table 4) .
Bone Imaging
In the 51 patients (34 oncology patients, and 17 nononcology patients) who had a conventional whole-body bone scan with 99m Tc-MDP, SPECT/CT was found to be of clinical value for clarifying equivocal foci. HWK -4 led to a confident interpretation for a faster or final diagnosis in 82% of oncology patients, thereby, avoiding the need of further investigations. This was particularly true in the spine where the low-dose multislice CT differentiated disc and facet joints degenerative disease from osteolytic/blastic metastases. Oncology patients benefited diagnostically from Bone Evolution; a half-time acquisition with resolution recovery, which permitted scanning of the entire spine over 2 FOVs (76 cm) in less than 30 min while improving the quality of the SPECT scan (Fig. 3) . Nonetheless, the contrast-resolution of HWK -4 was found suboptimal for detection of bone marrow involvement, thereby, requiring a further MRI. SPECT/CT was found of added-value in 34% of non-oncology patients referred for lower back pain, neck pain, chest pain, joints pain, or suspicion of osteomyelitis; low-dose multislice CT allowed more confident diagnosis of spine and joint benign diseases including degenerative disease (facet joints osteoarthritis, space narrowing, osteophyte formation, Schmorl's node patterns), avascular necrosis of the hip, entesopathy, enchondroma, scoliosis, disk hernia, and rib fracture callus. Importantly, a close collaboration with a musculo-skeletal radiologist and CT training for the nuclear medicine physicians were found required for the optimal use of SPECT/CT in benign bone diseases ( Table 5) .
Sentinel Lymph Node Detection (SLN)
In the 12 patients (9 female, 3 male, mean age = 57.67 years ± 14.6, BMI = 27.2 Kg/m 2 ± 5.3) with a breast cancer (n=7), a malignant melanoma (n=4), and a penile cancer (n=1) imaged for SLN detection in a 2-day protocol with 99m Tc-rhenium cystein colloids (mean activity = 52.5 MBq), SPECT/low-dose multislice CT significantly improved the accurate 3D localisation of hot nodes compared to 2D planar views. In breast cancer, SLNs could be precisely localised at the levels I, II, and III of the axilla, and in extra-axillary regions such as the intercostal and internal mammary lymphatic chains. In malignant melanoma and penile cancer, SPECT/CT also helped detect deep SLNs located in the iliofemoral and mesenteric lymphatic chains, and allowed to ruling out a doubtful focus on planar views. CT-based anatomic localisation and attenuation correction allowed the detection of additional relevant nodes not seen on planar imaging alone, particularly in 2 out of 4 overweight patients (25 < BMI 29.9) and 3 out of 4 obese patients (BMI 30). Tables 6 and 7 detail the total numbers, the anatomic sites, and the pathological status of SLNs detected on SPECT/CT versus planar imaging.
ProstaScint ® Imaging
In the 27 consecutive prostate cancer patients referred for a suspicion of recurrence based on rising PSA post-therapy (n=22), or for a salvage work-up in high-risk patients with PSA<1.0 ng/ml (n=4), or for initial staging (n=1), SPECT/CT ProstaScint ® ( 111 In-Capromab Pendetide) studies were found particularly useful for detection of local 
131 MIBG (n = 13)
In-Octreotide (n = 51)
• Improved interpretation confidence pelvic disease (i.e. prostate bed, seminal vesicles, lymph nodes, bladder wall) missed on planar WBS or equivocal on SPECT alone. Combined imaging also helped confirm extrapelvic disease involving para-aortic or cervical lymph nodes. CT anatomy and attenuation correction significantly improved the interpretation confidence compared to planar/SPECT imaging alone ( Table 8) ; SPECT/CT allowed anatomic localisation of physiological uptakes (i.e. vessels, gut, bone marrow) versus pathological uptakes (i.e. local, regional, and/or distant recurrences). In addition, ProstaScint ® SPECT/CT image quality with CT-based attenuation correction allowing increase of signal-tobackground ratio was significantly improved over that of planar/SPECT ProstaScint ® /RBC dual-isotope imaging modality. In comparison to planar/SPECT imaging, SPECT/CT significantly impacted the treatment choices in 21 (78%) patients in terms of salvage or adjuvant external radiation therapy versus hormone systemic therapy and/or surveillance, especially in patients with slow rise of PSA (< 4 ng/ml). Fig. (4) illustrates the impact of SPECT/CT in ProstaScint ® imaging for detection of small pelvic recurrence and treatment planning.
Ga Imaging
In the 40 patients evaluated with 67 Ga scan (34 Hodgkin and non-Hodgkin lymphomas, 4 suspicions of infection, 1 lupus cerebratis, 1 pulmonary fibrosis), SPECT/CT allowed a faster or final more confident diagnosis in 19 (47.5%) cases. The low-dose multislice CT scan revealed morphological lesions in 19 patients (47.5%) and suggested a morphological diagnosis in another 14 (35.0)%. In comparison with planar WBS and SPECT alone, SPECT/CT was of incremental value in 23 patients (57.5%), particularly for accurate anatomic localisation of disease, and differentiation between physiological and pathological uptakes. Of note, the total scan duration for a planar WBS plus total body SPECT/CT was long, about 150 minutes per patient ( Table 4) .
RBC Imaging
In the 11 patients with liver or splenic hemangiomas and splenosis, SPECT/CT was found particularly useful for accurate localisation of hot spots related to morphological lesions versus vascular uptakes (aorta, intra-hepatic vessels). Similarly, SPECT/CT allowed precise detection of functional splenic remnants, which were either missed by diagnostic CT or MRI or ill-defined by SPECT alone. Lowdose CT was found suboptimal for detection of small hepatic lesions (< 1.5 cm). Table 9 summarizes the added-value of the Infinia-Hawkeye -4 in 99mTc-red blood cell imaging.
WBC Imaging
In comparison to planar views and SPECT alone, SPECT/CT provided incremental value for accurate localisation of infection within bone structures, thereby, allowing differentiation between osteomyelitis and soft tissue infection in 15 subjects. Twenty four 99m Tc-HMPAO-WBC scans were performed in 23 consecutive patients with Crohn's disease (CD). SPECT/CT improved the interpretation confidence by increasing the definite scores from 10 to 20 definitely positive/negative scans, and by reducing the unsure scores from 14 to 4 probably positive/negative and equivocal scans, when compared to Oncology Patients (n = 34) 
Fig. (3).
A 47-year old patient with a small-cell lung cancer had a bone scan for pre-treatment staging purposes. Planar whole-body scan showed a suspicious heterogeneous uptake involving the dorsal spine and the lumbar spine as well as the sacro-iliac joints. Bone Evolution SPECT/CT acquisition and reconstruction over the entire spine (2 FOVs in 28 min) confirmed the presence of vertebral and sacro-iliac sclerotic bone metastases (top). The low-dose multislice CT also detected small iliac and spine lesions not seen on SPECT (bottom).
planar imaging. SPECT/CT was found useful for anatomic localisation of disease extent per abdominal region, and also for differentiation between intraluminal uptake (i.e. free Tc-WBC) and active CD (i.e. colon wall uptake). In 11 (47.8%) patients with active CD, low-dose multislice CT revealed bowel wall thickening, lumen narrowing, entero-cutaneous fistula, rectal abscess, ileostomy, small bowel herniation, and surgical clips ( Table 10) .
Parathyroid Studies (PTH)
In the 42 consecutively operated patients with hyperparathyroidism, delayed SPECT/CT imaging (2h posti.v.) significantly improved the mean sensitivity (63.2% vs 88.2%; p<0.01) and the mean diagnostic accuracy (64.7% vs 83.8%; p<0.05) compared to 99m Tc-MIBI double-phase planar imaging (10min and 2h post-i.v.) for detection of adenomas and hyperplasia. Compared to surgical and pathological findings, SPECT/CT had 88.6% sensitivity, 97.4% specificity, 95.4% diagnostic accuracy, 96.6% negative predictive value, and 91.2% positive predictive value for accurate anatomic localisation of solitary parathyroid adenomas. Ectopic P3 and P4 adenomas were accurately localised to the thyrothymic tract, the tracheoesophageal groove, the retrotracheal region, the retroclavicular region, the thyroid gland, the carotid sheath, the aorto-pulmonary window, and the pericardic fat (see Fig.  5 ). SPECT/low-dose multislice CT was successfully incorporated into the surgical planning for precise 3D localisation of abnormal parathyroid glands, resulting in a significant reduction in operating and post-operative recovery times. In 70% of these patients with a primary hyperparythoidism de novo, image-guide surgery led to a unilateral neck parathyroidectomy with normalization of iPTH/Ca levels post-operatively; no laryngeal nerve palsy or severe hypocalcaemia complications were noted except five minor hypocalcaemia at the lower normal range (Table 11 ).
Brain Studies
In five patients with multifocal glioma (n=1) or oligodendroglioma (n=4), and two patients with brain (Fig. 4) contd….. Fig. (4) . A 61-year old male with a prostate cancer (cT3aNx, Gleason 7) was evaluated with planar whole-body scan (WBS) and SPECT/CT ProstaScint ® after rise of serum PSA levels (2.4 ng/ml) following an external radiation therapy. Planar WBS showed normal tracer distribution. Integrated SPECT/low-dose multislice CT revealed a small focus in the left prostate bed, which was strongly suggestive of local pelvic disease.
metastases from a breast cancer (n=1), and a renal cell cancer (n=1), nine SPECT/CT studies were performed with 99m Tc-MIBI (n=3) and/or 201 Tl (n=6) after surgery and/or chemotherapy and/or radiation therapy to differentiate recurrence from necrosis on brain MRI or fully-diagnostic contrast-enhanced CT. Fused images were found useful for accurate anatomic and functional localisation of tumour recurrence, although the contrast-resolution of the low-dose unenhanced CT from SPECT/CT was found inherently insufficient (Table 12) . Software image fusion between SPECT/low-dose multislice CT and high-resolution gadolinium-enhanced MRI was routinely performed for more appropriate interpretation.
Clinical Research
In the 9 oncology patients with lymphomatous masses (n=4) treated by ( Fig. 6) . In the 4 patients with benign multinodular goiters (n=3) and Graves' disease (n=1), SPECT/CT was used for calculation of 131 I uptake and definition of anato-functional volume before 131 I therapy. In the 33 cardiology patients, CT-based attenuation correction was used as a pathway • Improved image quality
• Increase AC/NAC counts ratio after attenuation correction • Anatomic localisation of post-surgery cavity, postradiation edema, necrotic mass, tumour recurrence
Fig. (5).
A 16-year old female presented with a primary hyperparathyroidism. Ultrasound of the thyroid showed two solid hypoechoic structures adjacent to the upper and lower right thyroid lobe. A double-phase planar 99mTc-MIBI scan showed an equivocal focus in the right upper lobe of the thyroid, which was definitely positive on SPECT/low-dose multislice CT. After a right parathyroidectomy, a P4 parathyroid adenoma (2.0 x 0.8 x 0.7 cm) was confirmed at the final pathology. No other adenoma was identified in the lower right lobe. iPTH/Ca serum levels were normalised post-surgery. (Fig. 6) contd….
Fig. (6).
A 57-year old patient with a non-Hodgkin lymphoma underwent a radioimmunotherapy with 131 I-tositumomab (Bexxar ® ). The administered dose (4.9 GBq) was based on planar whole-body imaging (left). The patient experienced a few weeks of dramatic symptom relief followed by a rapid recurrence. Note on the SPECT image, the CT image, and fused SPECT/CT images, respectively, the heterogeneous distribution of 131 I-tositumomab throughout the tumour mass overlapping the left body vertebra of L3 (right). The recurrence may have been attributable to the regional variation in delivered radiation dose. SPECT/low-dose multislice CT may be used as a research tool for 4D (3D+time) tumour dosimetry.
towards half-time scan with resolution recovery. Accordingly, in a half-time acquisition, fully corrected SPECT/CT with resolution recovery offers the potential to significantly improve the image quality, while maintaining the same diagnostic accuracy than full-time SPECT/CT for detection of coronary artery disease. 
DISCUSSION
SPECT/CT is playing an incremental role in nuclear imaging [2, 20, 21] . In comparison with PET/CT, however, the optimal positioning of SPECT/CT has still to be defined for appropriate patient management [21] [22] [23] [24] [25] [26] [27] [28] . We wanted to answer a key-question: how useful is an integrated SPECT/low-dose multislice CT in clinical setting and research? This interrogation is warranted because SPECT/CT models vary widely in terms of the CT sophistication and the contribution to interpretation of the hybrid images requires evaluation [4, 26, 29, 30] .
Hybrid cameras currently available on the market may be classified in terms of low dose vs high dose, single slice vs multislice, slow-rotating vs fast-rotating, or low contrastresolution vs high contrast-resolution depending on the CT specifications [9, 31, 32] . In a series of 81 consecutive patients, Schillaci et al. found a SPECT/low-dose lowresolution CT (Millennium VG & Hawkeye, GE Healthcare) useful to improve scintigraphic imaging interpretation. In this reference prospective study, SPECT/CT improved the diagnostic accuracy compared to conventional planar/SPECT imaging, especially for anatomic localisation of pathological uptake, definition of functional significance of CT lesions, and exclusion of disease in sites of physiological uptake [5] . In a recent article, Jacene et al. reported their two year clinical experience with a SPECT/low-dose single-slice CT (Millennium VG & Infinia Hawkeye -1, GE Healthcare) in 144 patients referred for various non-cardiac indications. These authors showed the added-value of SPECT/CT over SPECT alone for improving the interpretation confidence with more definitive anatomic localisation and more definitive diagnostic certainty [33] . Similarly, Bailey and al. developed a SPECT/low-dose single-slice CT scanner (SKYlight/Picker PQ 5000, Philips Medical System). In the first year of operation in more than 200 patients, this modular SPECT/CT system was found cost-effective with the possibility to use the low-cost high spatial resolution spiral CT unit as a diagnostic CT with an added-value of SPECT/CT over planar/SPECT alone [29, 34] . Buck and al. recently reported their experience 
PTH (n=42)
Improved interpretation confidence compared to planar dual-phase imaging Significant increase of sensitivity (p<0.01), and diagnostic accuracy (p<0.05) for detection of SPA High specificity for 3D-anatomic localisation of eutopic and ectopic SA with a significant impact on surgical planning
Bone scan (n=51)
82% of oncology pts : SPECT/CT allowed final or faster diagnosis in patients with an equivocal planar WBS 37% of pts : SPECT/CT allowed guidance of appropriate work-ups (HR-MRI or FD-CT) 75% of oncology pts : Evolution allowed to cover the entire spine in less than 30 min with improved IQ vs OSEM vs FBP 92% of pts : CT quality was found good or acceptable for detection of spine degenerative disease (osteophytes, disk narrowing, facet joint arthritis) vs osteolytic/blastic metastases
Brain (n = 7)
Accurate anatomic and functional localisation of hot spots related to tumour recurrence
RBC (n=11)
Accurate anatomic localisation of hot spots related to liver or spleen hemangiomas as well as of functional splenic remnants or splenosis
WBC (n=38)
Accurate diagnosis of osteomyelitis vs soft tissue infection Improved interpretation confidence for diagnosis or exclusion of active Crohn's disease compared to planar imaging CT findings in active CD (wall thickening, lumen narrowing, fistulae, rectal abscess, ileostomy, herniation, surgical clips) with a SPECT/multislice CT scanner (Symbia T6, Siemens). In non-cardiac protocols, these authors highlighted the superiority of SPECT/CT over planar/SPECT with a CT unit that can be used as a low-dose non-enhanced spiral CT or high-dose contrast-enhanced diagnostic CT. In cardiac protocols, low-dose non-enhanced CT may be used for attenuation correction in MPI or combined to a diagnostic 64-slice cardiac CT for coronary angiography and calcium scoring [35] .
In London hospitals, we are building a hybrid imaging platform incorporating five SPECT/CT (two Infinia-Hawkeye -1, two Infinia-Hawke -4, and one Symbia T6), in addition to one 64-slice VCT and one 64-slice PET/CT. Our pilot experience in 456 patients evaluated on the Infinia™ Hawkeye™ 4 slice (HWK-4, GE Healthcare) indicates that SPECT/low-dose multislice CT is useful in a large spectrum of clinical indications. SPECT/CT is currently implemented worldwide for clinical applications, especially for [20, 29, 36, 37] . For these oncological indications using medium-energy and high-energy isotopes, accurate 3D localisation of ill-defined hot-spots is critical. Lowdose SPECT/CT significantly improved the confidence in the interpretation compared to planar views and SPECT alone. By definition, the strength of low-dose SPECT/CT is the low CT radiation exposure (< 2 mSv), which is similar to the yearly natural background (~ 3 mSv). From a clinical point of view, the third generation CT was able to detect gross morphological abnormalities including nodal, lung, pleural, brain, bone, spleen, and liver metastases with sufficient contrast-resolution to allow either a final diagnosis or an appropriate guidance of further investigations. Importantly, low-dose multislice CT from integrated SPECT/CT was not designed to substitute for a fullydiagnostic CT but to primarily improve the SPECT capabilities [38] . Hence, no contrast agent enhancement was used in our initial experience, although this option might be considered for particular abdominal and pelvic indications. CT training for the nuclear medicine physician appears indispensable to take advantage of the CT added-value in clinical routine. Respiratory motion artifacts located at the lung-liver interface was the main limitation for the optimal detection of small liver lesions. In comparison to the Infinia-Hawkeye -1 (HWK -1), the CT scan time was shortened by half (5 min versus 10 min), which significantly improved the patient's compliance. Also, the helical acquisition from HWK -4 with a 5 mm slice thickness significantly improved the contrast-resolution with fewer motion and step-stairs artifacts compared to the axial acquisition from HWK -1 with a 10 mm slice thickness. ACQC for MPI was available on HWK -4/Xeleris 2.05v, compared to the HWK -1/Xeleris 1.1v, thereby, reducing misalignment-generated artifacts: our MPIs are routinely performed with SPECT/CT and processed with ACQC for every single patient, which significantly improved the diagnostic accuracy [39] . In contrast to high-dose/-resolution SPECT/CT models, a possible weakness of the Hawkeye -4 unit is the lack of functionality as a standalone CT study. As a slow-rotating/low-dose SPECT/CT system, the scan time duration from HWK-4 considerably reduced the patient throughput. In these indications, a faster CT may eventually improve both the image quality and patient's compliance for the daily routine. For whole-body assessment of oncology patients, 18 FDG, and new PET tracers such as Ga-radiolabelled peptides, renders the need for SPECT/CT quite limited to departments where PET/CT is available. In our practice, high-resolution MRI is the modality of choice for diagnosing brain lesions. SPECT/CT-MRI software image fusion was used due to the insufficient contrast-resolution of the low-dose multislice CT from our SPECT/CT.
For non-oncological indications such as parathyroid, RBC and WBC studies, low-dose SPECT/CT was found useful for accurate 3D localisation of suspicious or equivocal findings: SPECT/CT is now routinely used for our parathyroid studies for surgical planning. For RBC studies, most patients were referred after non-specific findings with fully-diagnostic CT (FD-CT) or high-resolution MRI (HR-MRI); in the rare cases with small lesions, which are undetectable by low-dose SPECT/CT, SPECT-FDCT or SPECT-HRMRI software fusion might be superior. In patients referred for bone scans, low-dose SPECT/CT with resolution recovery (i.e. Bone Evolution) significantly improved the image quality compared to FBP and OSEM reconstructions. Moreover, Bone Evolution is routinely implemented for half-time acquisition, which proved to be particularly useful in oncology patients who may require more than one FOV to clarify equivocal distant foci on the spine. Interestingly, SLN detection was another indication for which the low-dose SPECT/CT was found of clinical interest. This holds true not only for precise anatomic localisation of SLN nodes but also for detection of additional relevant hot lymph nodes, especially after attenuation correction; accordingly, SPECT/CT has the potential to re-visit the initial concept of SLN by defining anato-functional image patterns [40, 41] .
In cardiology patients, HWK -4 provided accurate attenuation correction even with the lowest current (1.0 mA). A multireader evaluation showed the superiority of IRAC over IRNC with greater interpretation confidence, especially in overweight and obese patients with a probably normal or equivocal NC study. These findings are of clinical interest for minimising the radiation exposure, while maintaining or improving the specificity and diagnostic accuracy for detection of CAD.
In clinical research, low-dose SPECT/CT was used for evaluation of internal radiation therapy (IRT) efficiency in oncology patients treated by Bexxar ® . The tracer distribution may not necessarily match the anatomical extent of disease as observed in lymphomatous heterogeneous masses with a necrotic component. SPECT/CT was found promising immediately after Lipiocis ® therapy, especially for confirmation of successful chemo-embolisation and exclusion of extra-hepatic shunting. In this setting, our initial experience with Infinia-Hawkeye -4 opens the possibility of developing individualised IRT based on patient-specific attenuation maps, especially for 131 I therapy of benign multinodular goiters and Graves' disease. Standardised uptake value scores (SUVs) dedicated to SPECT/CT imaging will also be useful for accurate semi-quantification of tracer uptake within normal and abnormal structures [28, 37, 42, 43] . SUVs may be of interest in clinical routine and research for complementing the qualitative interpretation as demonstrated for Onco-PET and PET-CT with 18 FDG [44] . Similarly, the introduction of CT-based AC allowed us to extend our pilot project to half-time MPI with attenuation correction, scatter correction, and resolution recovery (i.e. Cardiac for Evolution); thereby, suggesting the possibility of a future SPECT/CT MPI in only 5 min.
The hardware fusion with low-dose SPECT/CT was complemented by an upgraded software package. This provided new tools for improving the data processing, and ultimately the interpretation confidence. This was particularly useful with MPI using AC applications, and bone studies using resolution recovery applications. A further step will be to develop multimodality applications and SPECT/CT-based radiation therapy.
In this project, we assessed a new low-dose multislice hybrid device before commercialisation on a large number of patients evaluated for various indications in routine clinical practice and research. Limitations in our study possibly relate to the short-term follow-up, the lack of systematical histopathological correlations in every single application, and the retrospective analyses. However, we emphasize the strategic relevance in clinical routine and research of an integrated SPECT/low-dose multislice CT in the context where PET/CT is firmly established in oncology, and also of volumetric CT increasingly used in cardiology. Table 15 summarizes the clinical relevance of SPECT/low-dose multislice CT system. The promising results obtained on Infinia-Hawkeye -4 require further confirmation through prospective studies. Well-designed studies are still needed to compare the performance of high-dose and/or highresolution CT versus multislice low-dose CT for integrated SPECT/CT devices.
CONCLUSION
The Infinia™ Hawkeye™ 4 slice, a new integrated SPECT/low-dose multislice CT was successfully implemented in routine clinical practice. As expected, the sub-optimal quality of the low-dose CT cannot displace the performance of a fully-diagnostic CT, but it did improve the interpretation of nuclear medicine images over routine planar imaging and SPECT alone. The low-end CT contributes to accurate anatomic localisation. Its utility for attenuation correction in cardiac and non-cardiac studies was also documented. This SPECT/CT model was found useful in experimental and clinical research, especially for development of new reconstruction algorithms extended to resolution recovery, (semi)quantification of tracer activity, and accurate dosimetry. Further evaluation is needed to confirm these preliminary conclusions. 
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